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testing  is  a deep  chamber  at  the  Naval  Medical  Research  Institute  in  Bethesda, 
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recent  years  that  the(Jym§B> engineering  of  hyperbaric  chambers  and  supporting 
consoles  has  begun  in  a systematic  fashion.  The  Defense  and  Civil  Institute 
of  Environmental  Medicine  in  Toronto  was  one  of  the  first  to  employ  human 
engineering  techniques.  This  presentation  covers  an  analysis  of  human  engineer 
ing  problems  associated  with  the  complex  at  the  hyperbaric  research  facility 
at  the  Naval  Medicial  Research  Institute.  A systematic  approach  to  these 
problems,  which  assessed  scale-model  mockups  of  the  facility,  has  demonstrated 
that  proper  human  factors  engineering  optimizes  operator/system  performance, 
minimizes  physiological  costs  to  the  operator,  and  can  contribute  to  Improved 
efficiency  and  safety. 
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SAFETY  CONSIDERATIONS  IN  HUMAN  ENGINEERING  OF  HYPERBARIC  EQUIPMENT 
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Behavioral  Sciences  Department 
Naval  Medical  Research  Institute 
National  Naval  Medical  Center 
Bethesda,  Maryland  20014 


Abstract 

Recent  increased  interest  in  deep  ocean  diving  has  been  accompanied 
by  a narked  increase  in  the  development  of  hyperbaric  research  in  support 
of  diving  operations.  This  research  is  concentrated  in  a number  of 
industrial,  university,  and  Navy  laboratories  throughout  the  world, 
which  have  hyperbaric  chamber  complexes  of  varying  capabilities.  The 
deeper  ones,  with  pressures  to  approximately  904  psi  (2000  ft),  are 
located  at  the  University  of  Pennsylvania,  Taylor  Diving  and  Salvage  of 
Louisiana,  Duke  University,  and  the  U.S.  Navy  Experimental  Diving  Unit 
in  Panama  City,  Florida.  Recently  Installed  and  under  current  testing 
is  a deep  chamber  at  the  Naval  Medical  Research  Institute  in  Bethesda, 
which  has  manned  capability  of  1500  psi.  Because  human  subjects  are 
under  hyperbaric  pressure  and  are  therefore  subjected  to  marked  physio- 
logical sttess,  there  is  a strong  concern  for  system  safety  in  the 
development,  maintenance,  and  operation  of  such  hyperbaric  chamber 
complexes.  Yet  it  has  only  been  in  recent  years  that  the  human  engineering 
of  hyperbaric  chambers  and  supporting  consoles  has  begun  In  a systematic" — 
fashion.  The  Defense  and  Civil  Institute  of  Environmental  Medicine  in 
Toronto  was  one  of  the  first  to  employ  human  engineering  techniques. 

This  presentation  covers  an  analysis  of  human  engineering  problems 
associated  with  the  complex  at  the  hyperbaric  research  facility  at  the 
Naval  Medical  Research  Institute.  A systematic  approach  to  these  problems, 
which  assessed  scale-model  mockups  of  the  facility,  has  demonstrated 
that  proper  human  factors  engineering  optimizes  operator/system  performance, 
minimizes  physiological  costs  to  the  operator,  and  can  contribute  to  improved 
efficiency  and  safety. 


Key  Words;  system  safety;  hyperbaric  equipment;  human  engineering. 

• ‘ v y / • ■ \ ' Vi": 

INTRODUCTION  - 

ae  past  decade  industrial  and  military  interest  in  deep 
ooea-  .eg  has  risen  sharply.  Parallel  with  this  rising  Interest 

h.is  t n ’wing  emphasis  on  hyperbaric  research  directed  toward 
solving  «...  dive  operational  problems.  At  present  there  are  a number 
of  U.S.  laboratories  that  are  equipped  with  special  hyperbaric  equipment 
of  varying  depth  capabilities. 


At  these  pressures » men  will  be  exposed  to  physiological  and  psycho- 
logical stress;  therefore,  there  is  a marked  concern  for  system  safety 
development,  control  operation,  and  maintenance  of  these  complex  hyper- 
baric systems. 

Recogaizing  that  plans  may  be  altered  in  the  course  of  construction, 
we  took  the  existing  plans  as  submitted  by  the  contractor  as  the  basis 
for  the  studies.  We  had  scale  mockups  of  the  hyperbaric  control  equipment 
constructed,  and  using  U.S.  Navy  divers  as  operator  subjects,  we  conducted 
a human  engineering  evaluation  of  the  control  consoles.*  From  this 
evaluation,  we  were  able  to  identify  a number  of  problem  areas  common  to 
many  of  these  systems  and  to  make  recommendations  for  alternative 
hardware  designs,  which  we  believed  would  improve  operator /system  perfor- 
mance, safety,  and  efficiency  during  actual  system  operation.  During 


*Future  studies  of  a similar  nature  will  be  conducted  on  the  scale  mockup 
of  the  hyperbaric  chamber  complex  itself. 


It  Is  a tribute  to  design  engineers  and  hyperbaric  chamber  operators 
that,  despite  the  tens  of  thousands  of  hours  of  operation  under  pressure, 
there  has  been  a minimum  number  of  accidents.  With  this  good  safety 
record,  one  might  wonder  why  we  emphasize  safety  considerations  and 
human  engineering  in  our  studies.  It  is  for  a simple  yet  crucial 
reason:  in  this  field,  as  in  many  others,  it  is  our  belief  that  operators' 
are  required  too  often  to  compensate  for  inadequate  design  aspects  of 
equipment  (Bachrach  and  Egstrom  [1])  requiring  effort  that  leads  to 
successful  operation,  but  at  an  undetermined  performance  and  physiological 
cost  to  the  operator.  It  is  likely  that  fatigue  factors  in  hyperbaric- 
chamber  operation  are  one  result  of  such  energy  expenditure.  We  would 
suggest  that  optimizing  human  engineering  would  reduce  operator  effort 
and  improve  performance. 


Problems  of  human  engineering  of  hyperbaric  chambers  and  underwater 
habitats  and  submersibles  have  long  been  recognized,  but  little  systematic 
research  has  been  accomplished.  In  the  final  report  of  the  SEALAB  II 
underwater  habitat  program  (Pauli  and  Clapper  [4])  over  half  of  the 
recosanendations  for  future  changes  in  the  habitat  design  are  human 
factors  concerns,  many  of  which  (such  as  inadequate  lighting  around  the 
shark  cage  area)  are  directly  related  to  safety  considerations. 

. ...  Few  systems  are  free  of  such  problems.  For  example.  Figure  1 shows 

a solution  to  a problem  perceived  after  the  installation  of  the  hyperbaric 
chamber  at  the  Royal  Naval  Physiological  Laboratory  at  Alverstoke,  U.K. 

* It  was  necessary  to  build  a wooden  platform  to  raise  the  , erator  so 
that  he  could  follow  the  recordings  on  the  gauges.  Figure  2 shows  a 
VC:V,  . operator  seated  at  a console  at  the  Navy  Experimental  Diving  Unit  in 
.'-.vvJsit;  - Panama  City,  Florida.  ; Many  of  the  controls  are  out  of  the  reach  or  view 
’’  of  the  operator.  1 ...  . , . 


It  was  our  purpose  in  analyzing  the  plans  for  the  recently  installed 
Naval  Medical  Research  Institute  deep  chamber  complex  (pressures  up  to 
1500  psl)  to  approach  the  plans  from  a human  engineering  standpoint  and 
to  offer  recommendations  for  possible  changes. 
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Fig.  2.  Elements  on  the  console  at  the  Ocean  Simulation  Facility 
Panama  City,  Fla.,  are  difficult  for  an  operator  to  view.  (Photo 
courtesy  of  U.S.  Navy  Experimental  Diving  Unit) 
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our  investigation  under  static  and  dynamic  test  conditions,  we  classified 
five  sources  of  possible  safety  concern. 


The  first  area  of  concern  became  evident  when  operators  of  different 
heights  had  difficulty  in  reaching  high-use  components.  In  addition,  a 
number  of  critical  view  meters  had  been  suboptimally  placed,  causing 
parallax  and  difficulty  in  making  quick,  error-free  readings. 

Table  1 indicates  the  wide  range  of  operator  ability  (as  it  (unction 
of  height)  required  to  operate  components  on  each  of  three  control 
panels.  This  table  demonstrates  an  often  observed  problem  in  hyperbaric 
control  design  that  may  cause  operators  of  small  and  medium  height 
discomfort  and. Irritation  during  a deep-dive  operation. 


TABLE  1 


Percentage  of  controls  reached  by  seated  or  standing  operators 
using  control  panels  #3007870,  #3007871,  and  # 3007872 


Standing  Position 


Mean 


n - number  of  components  in  each  panel 

Table  2t  displays  the  percentage  of  meters  optimally  placed  in  the 
operator's  field  of  view  from  both  his  standing  and  seated  positions. 

The  optimum  field  of  view  was  defined  as  any  viewing  angle  less  than  30* 
from  the  head-on,  eye-to-meter  angle.  There  is  a large  degree  of  variability 
as  a function  of  operator  height  in  the  percentage  of  meters  falling 
into  the  optimal  viewing  angle.  Figures  3 and  4 show  this  situation 
more  clearly. 


tTables  and  figures  are  from  Banks,  Heaney,  Bachrach,  and  Coehrlng  (2) 
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Fig.  3.  Panel  #3007872  was  rated  unsatisfactory  in  regard  to  the 
specification  of  component  accessibility.  (The  human  operator  is 
5 ft  10  inches  tall.) 
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Fig.  4.  The  large,  round  pressure  meters  are  located 
control  panel  for  optimizing  the  operator's  viewing  field 
operator  is  5 ft  10  inches  tall.) 
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Mean  .33 .42 .J9_ 

*n  " number  of  subjects. 

number  of  visual  displays  (gages,,  meters,  etc.) 

•w.-.v,.  <•  • v ■*:  ‘-v  •-  ...  ... 

•V  :«£*;•  vTha  second  area  of  concern  was  directed  at  the  spacing  between 
■ certain  emergency  and  override  controls.  The  oxygen  controller  valves 

" (manual)  were  placed  so  closely  together  that  the  operator  was  unable  to 
turn  any  one  of  these  three  valves  without  scraping  his  knuckles  or 
fingers  or  accidentally  turning  the  adjacent  valve  knob.  Figure  5 shows 
most  clearly  this  undesirable  situation,  which  certainly  detracts  from 
design  safety. 

The  third  area,  found  to  be  "questionable”  from  the  standpoint  of 
design  safety,  can  be  seen  in  Figure  6.  The  emergency  fire  activation 
handle,  attached  to  a movable  lanyard,  was  placed  very  near  the  sanitary 
drain  controls.  The  possibility  that  this  swinging  handle  could  inad- 
vertently activate  pressure-sensitive  controls,  or  collide  with  glass- 
faced  meters  bothered  us.  As  a result,  recommendations  for  relocating 
and  redesigning  this  component  were  made.  Figure  G also  demonstrates 
that  the  design  of  the  sanitary  drain  system  failed  to  incorporate  the 
idea  of  "sequential  operation."  Instead  of  operating  this  system  by 
activating  controls  In  a smooth,  lef t-to-right  fashion,  we  discovered 
that  the  operator  must  use  lef t-to-right,  then  right-to-left  hand 
movements.  This  particular  system  can  also  be  improved  by  a better 
sequential  layout. 

Our  fourth  area  of  concern  was  the  poor  functional  grouping  of 
controls.  Ideally,  for  the  efficient  operation  of  hyperbaric  controls, 
all  functionally  related  components  should  be  grouped  together,  which 


Percentile 
Height 
*n  a 5 


St and ing  Position 
Panel  0 
3007871 
N - 26 


26 

.27 

26 

.29 

26 

.31 

60 

.51 

60 

.51 

Panel  ft 
3007870 
tN  - 19 


.70 

Seated  Position 
.42 
**  .42 

' .42 
.42 
.42 


Panel  ft 
3007872 
N - IS 


.58 


TABLE  2 


Percentage  of  visual  display  meters  and  gages  within  the  criterion 
30°  viewing  angle  across  all  3 control  panels  for 
the  standing  and  seated  operator 


Mean 


Associated  with  this  problem.  Fig.  9 also  demonstrates  that  some  of 
the  pressure  meters  had  their  associated  meter  shut-off  valves  inconsis- 
tently placed..  For  example,  on  some  meters  thi9  valve  was  physically 
located  on  the  lower  right  of  the  meter;  on  others  it  was  located  on  the 
lower  left  of  the  meter.  This  situation  is  quite  undesirable  because  it 
may  cause  confusion  and  it  reflects  poor  systems  design. 

DISCUSSION  

We  believe  (as  does  McCormick  [3])  that  the  responsibility  for  the 
actual  physical  design  of  components  is  essentially  that  of  the  design 
engineer;  however,  a developmental  stage  is  needed  during  which* human 
engineering  recommendations  can  be  considered.  Well-prepared  recommendations  „ 
can  eliminate  many  "system  bugs"  that  otherwise  will  plague  the  users 
during  the  life  cycle  of  the  system  and  may  possibly  reduce  system 
safety. 


From  the  standpoint  of  the  control  designs  we  examined,  we  believe 
too  little  attention  has  been  paid  to  the  ultimate  users  of  these  systems 
(the  operators).  Because  of  this,  the  system  will  not  display  the  high 
degree  of  engineering  technology  that  can  be  expected  from  the  truly 
Ingenious  hardware  that  has  been  incorporated  into  many  of  its  subsystems. 


will  require  fewer  operator  movements  (Fig.  7).  Figure  7 shows  the 
relatively  wide  physical  separation  of  the  environmental  controls  from 
each  other.  Figure  8 shows  an  alternate  design,  which  rectifies  the 
problem  by  grouping  together  all  of  the  environmental  controls  beneath 
the  large,  round  pressure  gage  displayed  in  the  picture.  In  this 
manner,  they  are  all  in  good  visual  and  physical  reach. 


One  of  the  last  problems  we  encountered  was  an  inappropriate  design 
that  could  cause  damage  to  a particular  pressure  gage  (Fig.  9).  We 
found  that  two  pressure  gages  on  one  local  panel  were  used  to  read  the 
same  pressure.  One  of  these  meters  was  designed  to  be  read  for  pressures 
between  0 and  193  psi  (400  feet);  the  second  was  intended  to  be  read  for 
pressures  between  0 and  1216  psi  (2700  ft).  If  an  operator  exceeded  a 
pressure  of  193  psi,  he  would  first  have  to  shut  off  the  0-  to  193-psi 
meter  and  switch  his  attention  to  the  0-  to  1216-psi  meter.  If  the 
operator  doesn’t  remember  to  do  this,  or  if  he  initially  monitors  the  0- 
to  1216-psi  meter  while  the  other  meter  is  turned  on,  the  low  pressure 
gage  will  break  and  require  factory  repairs.  Such  a situation  poses  a 
serious  problem  of  system  safety. 


The  examples  we  have  presented  do  not  reflect  all  the  of  potential 
safety  risks  uncovered.  We  believed  it  more  beneficial  to  create  general 
categories  of  these  specific  problems  and  to  provide  graphic  examples  of 
them,  instead  of  presenting  each  discrepancy. 
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rig.  *».  Control  panel  03007874  (right)  has  its  control  meter  shut-off  valves  ir.consist 
:ced  in  relation  to  control  panel  03007872  (left).  The  nen  in  the  picture  are  pointing 
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